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AP Core SOP: Sysmex XN-1000V Operation 
 
1) Access the Computer and IPU 

a) The PPMS sign-in screen should be visible (FIG 1). If not, follow instructions below in 6.b, then 
continue. 

b) Use your Emory NetID and password to log-in. 
i) In the next screen, your username will be auto-populated. Choose the project and account number 

that the samples will be invoiced to (FIG 2) 
 

(FIG 1) 

(FIG 2) 
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c) The IPU login screen should appear (FIG 3). If not, follow the IPU Logout instructions below in 6.a, then 
continue. 

d) Use your lab’s 6-digit Logon Name and password to log-in (case-sensitive). 

(FIG 3) 
 
2) Select Analysis 

a) Ensure machine is in Manual Mode, indicated by the availability of three icons circled in red FIG 4 and 
the open tray circled in red in FIG 5. 
i) If only two options are available and the tray is not open, the machine is in Sampler Mode; the 

machine may be switched to Manual Mode by pressing the button circled in yellow in FIG 5. 

 (FIG 4) 

 (FIG 5) 
 



AP_Core SOP Sysmex XN-1000V Operation Ver. 1.0  5/5/25 

3)  Select Measurement Mode 
a) Select the icon circled in FIG 6. 

 (FIG 6) 
b) Select the desired Measurement Mode shown in FIG 7, then select “OK” 

 (FIG 7) 
i) Note the following minimum volumes: 

o Whole Blood (WB) mode: 160uL 
o Pre-Dilution (PD) mode: 140uL (20uL blood, 120uL CellPack) 
o Low Aspiration Volume (LA) mode: 70uL 

▪ NOTE: It is recommended that you use the same Measurement Mode for all samples to 
maintain accuracy and consistency. 
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c) Select the Manual Analysis icon circled in FIG 8. 

 (FIG 8) 
i) In the Manual Analysis box, you must enter a Sample No and select a Species before clicking “OK” 

(FIG 9) 
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4) Run Sample 

a) IMPORTANT: Invert or pipette your sample multiple times immediately prior to placing in the sample 
holder (and removing the cap, if indicated). 
i) The front tube holder is for standard EDTA tubes (~75mm); the back holder is for Microtainer tubes 

and similar-sized Eppendorf tubes. Please be sure that the cap is removed or tucked under the 
front vial holder if a cap is attached (FIG 10). 

 (FIG 10) 
b) Press the blue Start button on the front of the machine (FIG 11). 

 (FIG 11) 
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5) View/Export Results 
a) To view sample results, select “Sample Explorer” on the main IPU screen (FIG 12). 

 (FIG 12) 
b) Double-click the sample you wish to view to open it. 
c) To Export, select all the samples you wish to send by holding CTRL while selecting the samples. They 

will highlight in blue when selected. At the top of the screen, select “File,” then select “Output in CSV 
Format” (FIG 13). 

 (FIG 13) 
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d) A dialogue box will open and will default to save to the “Documents” folder (FIG 14). You may save to 

your lab’s folder here, or you may save to a USB drive that you have inserted into the open USB slot. 
i) The default name for the file will be the same each time you save; please rename the file to a 

unique identifier to avoid overwriting data (see yellow circle in FIG 14). 

 (FIG 14) 
e) Once saved, you can use the “Windows” key on the keyboard to open Google Chrome and e-mail the 

data to yourself. 
 
6) Log Off IPU and PPMS 

a) IMPORTANT: Failure to log out of both the IPU and PPMS may result in erroneous charges to your 
lab’s account. 

b) On the main IPU screen, select the “LOGOFF” icon (FIG 15). The IPU will revert to the login screen. 

 (FIG 15) 
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c) At the bottom right of the screen, select the “logout” button (FIG 16). The computer will revert to the 
blue PPMS login screen. 

 (FIG 16) 
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